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Abstract
Goals:  To  compare  the  quality  of  low-dose  CT  images  with  sinogram  afﬁrmed  iterative  recon-
struction (SAFIRE),  and  full-dose  CT  with  ﬁltered  back  projection  reconstructions  (FBP).
Materials  and  methods:  Fifty  pulmonary  CT  performed  by  a  dual-source  technique  (120  kVp;
110 mAs)  with  (a)  the  same  energy  in  both  tubes,  and  (b)  the  distribution  of  reference  mAs  with
40% in  tube  A  (44  mAs)  and  60%  in  tube  B  (66  mAs).  Each  acquisition  allowed  reconstruction
of: (a)  full-dose  images  (with  both  tubes)  with  FBP  reconstructions  (group  1);  and  (b)  low-dose
images (from  tube  A)  reconstructed  with  SAFIRE  (group  2).
Results:  Group  2  images  presented:  (a)  a  signiﬁcant  objective  reduction  in  noise  measured  in  the
trachea on  mediastinal  (16.04  ±  5.66  vs  17.66  ±  5.84)  (P  =  0.0284)  and  pulmonary  (29.77  ±  6.79
vs 37.96  ±  9.03)  (P  <  0.0001)  images;  (b)  a  similar  subjective  perception  of  noise  and  over-
all image  quality  (P  =  1),  which  was  considered  to  be  excellent  in  66%  (33/50)  of  the  cases,
with no  inﬂuence  on  the  detection  of  elementary  pulmonary  lesions  of  inﬁltration  (98.4%;  95%
CI =  [96.9%—99.9%]).
Conclusion:  Despite  a  60%  reduction  in  radiation  dose,  the  image  quality  with  iterative  recon-
struction is  objectively  better  and  subjectively  similar  to  full-dose  FBP  images.© 2015  Éditions  franc¸aises  de  rad
∗ Corresponding author. Tel.: +03 20 44 43 11.
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Figure 1. Illustration of the dual source research protocol pro-
viding ‘‘full-dose’’ images from data from both tubes (group 1) and
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Several  recent  studies  have  evaluated  iterative  recon-
truction  algorithms  developed  by  the  main  manufacturers
o  reduce  the  radiation  dose  in  numerous  thoracic  and  non-
horacic  CT  applications  [1—4].  To  evaluate  these  algorithms
n  comparison  to  standard  ﬁltered  back  projection  (FBP)
econstruction,  several  options  have  been  used  in  the  litera-
ure:  evaluation  with  phantoms  [5—7],  comparison  of  paired
opulations  [8,9],  or  evaluation  of  the  same  population  in
ong-term  CT  studies  [10—14].  Nevertheless,  these  com-
arisons  are  limited  due  to  the  difﬁculty  of  extrapolating
xperimental  studies  to  patients  or  evaluating  patients  who
o  not  have  the  same  morphological  characteristics  and/or
esions  for  the  two  CT  evaluations.  Ideally,  to  compare  image
uality  and  visibility  of  normal  and/or  abnormal  structures
n  CT  with  or  without  dose  reduction,  full-dose  and  low-
ose  sequences  should  be  obtained  simultaneously  from  the
ame  acquisition  for  the  same  patient.  For  this,  if  simple-
ource  CT  technology  is  used,  two  successive  sequences
ust  be  obtained  for  a  patient  during  the  same  CT  session,
hich  is  difﬁcult  in  routine  clinical  practice  because  of
he  excess  radiation  that  this  entails.  With  the  develop-
ent  of  dual-source  technology,  this  goal  can  be  reached
ithout  additional  sequences,  because  information  can  be
electively  obtained  from  one  or  both  tubes  [15].  Based
n  this  innovative  methodological  approach,  we  compared
he  quality  of  ‘‘full-dose’’  images  with  FBP  reconstruction
o  reconstruction  of  images  with  ‘‘60%  dose  reduction’’,
sing  second-generation  sinogram  afﬁrmed  iterative  recon-
truction  (SAFIRE)  in  patients  who  were  referred  for  a CT
ulmonary  angiogram.
aterials and methods
opulation
ll  adult  patients,  who  were  referred  for  a  single-energy  CT
ulmonary  angiogram  for  the  5  months  from  April  2011  to
ugust  2011,  were  eligible  for  evaluation  with  a  dual-source
ingle-energy  CT  protocol  allowing  comparative  analysis
f  full-dose  and  low-dose  images.  The  study  population
ncluded  50  consecutive  adult  patients  (28  men  and  22
omen),  who  presented  for  investigation  of  dyspnea  with
o  history  of  lung  disease  (n  =  16)  or  complicating  one  of
he  following  existing  diseases  (n  =  34):  chronic  obstructive
ulmonary  disease  (COPD)  (n  =  12),  idiopathic  interstitial
neumonia  (n  =  4),  lung  cancer  (n  =  7),  infectious  lung  dis-
ase  (n  =  4)  or  cystic  ﬁbrosis  (n  =  6).  The  study  protocol  was
pproved  by  the  ethics  committee  of  our  institution,  with
o  obligation  to  obtain  informed  consent  from  the  patients
efore  the  CT  scan  or  for  analysis  of  CT  data.
T protocol
cquisition protocol
T  pulmonary  angiograms  were  obtained  with  a  dual-
ource  system  allowing  128  slices  per  rotation  (Somatom
eﬁnition  Flash,  Siemens  Healthcare,  Germany),  using  a
esearch  dual-source  protocol  provided  by  the  manufac-
urer  (Fig.  1).  In  this  protocol,  the  X-ray  tubes  of  the
ystem  functioned  simultaneously  at  the  same  power  (same
p
t
i
l‘low-dose’’. Images with a 60% dose reduction from data from tube
 (group 2) in the same sequence.
ilovoltage,  120  kVp)  without  cardiac  synchronization,  with
he  following  parameters:  collimation  =  64  ×  2  ×  0.6  mm,
ith  az-ﬂying  focal  spot;  rotation  time:  0.28  s;  pitch  =  1.2.
otal  milliamperage  (total  of  reference  mAs)  was  distributed
etween  the  two  X-ray  tubes  to  apply  40%  of  the  reference
As  to  tube  A  (44  mAs)  and  60%  to  tube  B  (66  mAs).  Modu-
ation  of  milliamperage  was  automatic  during  acquisitions
Care  Dose  4D,  Siemens  Healthcare,  Germany).  The  pro-
ocol  included  an  injection  of  90  mL  of  iodated  contrast
gent  at  a  concentration  of  300  mg  of  iodine  per  milliliter
Xenetix  300,  Guerbet,  France)  at  a  ﬂow  rate  of  4  mL/s.
ata  acquisition  was  begun  following  a  bolus  injection  with
 region-of-interest  placed  on  the  ascending  aorta  and  a
hreshold  of  120  HU.
econstructions
mages  were  reconstructed  in  two  different  ways:
‘‘full-dose’’  images  (group  1)  were  reconstructed  from
the  raw  data  from  both  X-ray  tubes  combined,  applying
all  reference  mAs  (110  mAs):  1  mm  thick  contiguous  slices,
reconstructed  by  FBP  with  the  usual  ﬁlters  (pulmonary
images:  B50;  mediastinal  images:  B20);
‘‘low-dose’’  images  were  reconstructed  from  the  raw
data  from  tube  A  using  40%  of  the  total  reference  mAs
(and  thus  40%  of  the  dose);  these  images  resulted  in  a  dose
reduction  of  60%  (group  2).  They  were  reconstructed  with
a  second-generation  sinogram  afﬁrmed  iterative  recon-
struction  algorithm  (SAFIRE),  using  ﬁlters  designed  to
closely  correspond  to  the  spatial  resolution  of  FBP  ﬁlters
(or  50%  and  10%  of  the  modulation  transfer  function  values
of  high  contrast  objects).
These  were  I50  ﬁlters  for  pulmonary  and  I20  for  medi-
stinal  1  mm  thick  contiguous  slices.  Images  from  groups  1
nd  2  were  studied  with  mediastinal  (width:  400  HU,  center:
0  HU)  and  parenchymal  (width:  1600  HU;  center:  —600  HU)
indows.
arameters evaluated
mage noise
bjective  evaluation  of  image  noise  in  groups  1  and  2  was
erformed  by  measuring  the  standard  deviation  of  attenua-
ion  values  in  homogenous  regions  of  interest  on  mediastinal
mages  (B20;  I20)  in  two  anatomical  regions  (the  tracheal
umen  above  the  aortic  arch;  the  descending  aorta  at  the
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mCT  pulmonary  angiogram  with  60%  dose  reduction  
level  of  the  ventricular  cavities)  and  pulmonary  images  (B50
and  I50)  in  one  anatomical  region  (the  tracheal  lumen  above
the  aortic  arch)  based  on  the  methodology  reported  by  Pon-
tana  et  al.  [16].
The  visual  perception  of  noise,  deﬁned  by  the  grainy
aspect  of  the  images,  was  evaluated  on  mediastinal  and  pul-
monary  images  in  groups  1  and  2.  In  each  series  of  images
the  noise  was  considered  to  be  minimal  (grade  1),  moderate
(grade  2)  or  signiﬁcant  (grade  3).  Normal  and/or  abnormal
structures  could  be  identiﬁed  in  images  with  Grade  1  and  2
noise.  Identiﬁcation  of  normal  and/or  abnormal  structures
was  modiﬁed  in  images  with  grade  3  noise.
Overall image quality
The  overall  quality  of  pulmonary  and  mediastinal  images  in
groups  1  and  2  was  evaluated  using  a  3-point  scale.  The
images  with  distinct  anatomical  details  and  without  noise  or
with  minimal  noise  were  rated  with  a  score  of  1  (excellent
quality  image).  The  images  with  precise  anatomical  details
and  a  slight  increase  in  noise  which  did  not  affect  the  diag-
nostic  value  of  the  images  were  rated  with  a  score  of  2  (good
quality  image  with  no  change  in  the  precision  of  the  diag-
nosis),  while  images  with  a  marked  increase  in  noise  which
affected  the  diagnostic  value  of  the  images  were  rated  with
a  score  of  3  (non-diagnostic  image  quality).  When  the  scores
for  the  pulmonary  and  mediastinal  images  of  a  given  recon-
struction  were  different,  the  worst  image  quality  deﬁned
the  overall  score.
Calculation of the signal to noise (S/N) and
contrast to noise (C/N) ratios
The  relationships  of  signal  to  noise  (S/N)  and  contrast  to
noise  (C/N)  were  calculated  using  the  method  described
by  Szucs-Farkas  et  al.  [17],  using  the  following  equations:
S/N  =  SIvx/noise and  C/N  =  (SIvx —  SImuscle)/noise.  The  parameter
SIvx was  the  mean  signal  intensity  (SI)  of  the  pulmonary  ves-
sels;  SIvx was  calculated  as  the  mean  vascular  enhancement
(in  HU)  obtained  in  5  different  areas  (the  pulmonary  trunk,
the  right  pulmonary  artery,  the  left  pulmonary  artery,  the
right  and  left  lower  lobe  pulmonary  arteries);  noise  was
deﬁned  as  the  mean  standard  deviation  of  these  measures.
The  region-of-interest  used  for  these  measures  was  chosen
so  that  it  was  as  large  as  the  vessels.  The  parameter  SImuscle
corresponded  to  the  mean  attenuation  of  the  central  parts
of  the  deep  pectoral  and  spinal  muscles  on  both  sides.
Visibility of elementary lesions
To  evaluate  the  potential  impact  of  iterative  reconstructions
on  the  visibility  of  elementary  lesions  of  pulmonary  inﬁltra-
tion,  we  selected  3  pulmonary  images  from  patients  in  group
1,  each  showing  at  least  one  of  the  following  lesions:  ground
glass  opacities,  poorly-deﬁned  micronodules,  well-deﬁned
micronodules,  septal  lines,  non-septal  lines,  focal  areas  of
hypoattenuation  with  (pulmonary  cysts)  or  without  (cen-
trilobular  emphysematous  lesions)  walls.  The  pulmonary
images  of  the  corresponding  anatomical  areas  were  stud-
ied  in  group  2  to  evaluate  the  ability  to  detect  the  lesions
and  grade  the  visibility  of  the  lesion  as  equivalent  or  less
visible  than  those  in  group  1.
(
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mage processing conditions
valuation  of  image  quality  was  performed  by  consensus
etween  2  radiologists  with  3  and  7  years  of  experience
n  pulmonary  CT,  respectively.  FBP  reconstructions  were
btained  using  the  CT  data  processing  system.  Raw  data
ere  transferred  off-line  to  a  computer  provided  by  the
anufacturer  for  iterative  reconstructions.  Reconstructed
mages  were  then  transferred  back  to  a  clinical  worksta-
ion  for  quantitative  and  qualitative  evaluation  of  image
oise.  Images  were  read  after  they  had  been  anonymized.
or  objective  and  subjective  analysis  of  noise  for  a  spe-
iﬁc  examination,  the  readers  ﬁrst  analyzed  the  mediastinal
mages  of  the  ‘‘full-dose’’,  then  of  the  ‘‘low-dose’’  exam-
nation  placed  side-by-side;  this  was  followed  by  reading  of
ulmonary  images  in  the  same  order.  To  detect  elementary
esions,  readers  evaluated  ‘‘full-dose’’  and  ‘‘low-dose’’  pul-
onary  images  simultaneously.
tatistical analysis
he  design  of  this  study  can  be  summarized  as  follows:
the  main  goal  was  to  compare  the  quality  of  images  from
‘‘low-dose’’  examinations  reconstructed  with  SAFIRE
reconstruction  and  ‘‘full-dose’’  images  reconstructed  by
FBP;
when  this  study  was  performed  there  were  no  data  in  the
literature  evaluating  the  quality  of  images  in  the  same
patient  during  the  same  CT  pulmonary  angiogram  after
a  60%  reduction  in  radiation  dose;  therefore  it  was  not
possible  to  theoretically  calculate  the  population;
because  of  the  frequency  of  dual  source-single  energy  CT
examinations  in  our  routine  clinical  practice,  we  designed
this  investigation  as  an  observational  study  over  a  period
of  5  months  corresponding  to  the  duration  of  the  avail-
ability  of  the  prototype  allowing  reconstruction  of  each
examination  under  the  above-mentioned  conditions.
The  results  were  expressed  as  means  and  standard
eviations  for  quantitative  variables,  frequencies  and
ercentages  for  qualitative  variables.  For  quantitative  varia-
les,  comparison  of  the  reconstruction  techniques  was
btained  using  the  paired  Student-t  test.  For  qualitative
ariables,  comparisons  were  made  using  the  Chi2 test.  For
omparison  of  the  visibility  of  elementary  elements  of  inﬁl-
ration  between  the  two  groups,  the  percentage  of  CT
ections  in  group  2  showing  similar  visibility  of  lesions  to
hat  in  group  1  was  estimated  with  a  95%  conﬁdence  inter-
al.  Statistical  analyses  were  performed  with  SAS  software
version  9.3).
esults
opulation characteristics
he  characteristics  of  the  study  population  were  as  follows:
ean  age  (±  standard  deviation)  59.8  (±  16.3)  years  old
range:  18—81),  mean  weight  (±  standard  deviation)  74.8
±  17.4)  kg  (range:  48—125)  and  mean  body  mass  index
BMI)  (±  standard  deviation)  26.0  (±  5.3)  kg/m2 (range:
7.9—41.8).  CT  pulmonary  angiography  (a)  identiﬁed  the
ause  of  dyspnea  as  a  pulmonary  embolism  (n  =  6),  worsening
490  F.  Pontana  et  al.
Table  1  Comparison  of  the  quality  of  images  between  groups  1  and  2.
Group  1
Images  with  standard  dose  FBP
reconstructions
Group  2
Images  with  low-dose  SAFIRE
reconstructions
P
Objective  noise
In the  trachea  on  mediastinal
images
Mean  (SD),  HU
17.66  (5.84)  16.04  (5.66)  0.0284a
In  the  aorta  on  mediastinal
images
Mean  (SD),  HU
33.04  (6.17)  33.67  (6.18)  0.4178a
In  the  trachea,  parenchymal
images
Mean  (SD),  HU
37.96  (9.03)  29.77  (6.79)  <0.0001a
Signal/noise  (S/N)  ratio  9.77  (2.52)  9.86  (2.81)  0.4846a
Contrast/noise  (C/N)  ratio  7.80  (2.40)  7.88  (2.65)  0.4040a
Subject  noise
Mediastinal  images
Absent  (score  0),  n  (%)  Score  0:  0  Score  0:  0  1b
Minimal  (score  1),  n  (%)  Score  1:  37  (74%)  Score  1:  37  (74%)
Moderate  (score  2),  n  (%)  Score  2:  13  (26%)  Score  2:  13  (26%)
Severe  (score  3),  n  (%)  Score  3:  0  Score  3:  0
Pulmonary  images  Score  0:  0  Score  0:  0
Absent  (score  0),  n  (%)  Score  1:  40  (80%)  Score  1:  40  (80%)  1b
Minimum  (score  1),  n  (%)  Score  2:  10  (20%)  Score  2:  10  (20%)
Moderate  (score  2),  n  (%)  Score  3:  0  Score  3:  0
Severe  (score  3),  n  (%)
Overall  image  quality
Excellent  (score  1),  n  (%)  Score  1:  33  (66%)  Score  1:  33  (66%)  1b
Good  (score  2),  n  (%)  Score  2:  17  (34%)  Score  2:  17  (34%)
Non-diagnostic  (score  3),  n  (%)  Score  3:  0  Score  3:  0
a Student-t test for paired sample.
b Mac Neymar test.
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tration.  Comparative  analysis  of  the  elementary  lesions  inf  lesions  due  to  lung  disease  (n  =  21)  and  (b)  did  not  ﬁnd  any
ause  for  dyspnea  in  23  patients.
The  mean  (±  standard  deviation)  dose-length  product
DLP)  of  the  acquisitions  was  265.2  (±  78.2)  mGy·cm  (range:
22—506).  The  mean  effective  dose,  calculated  by  multi-
lying  the  DLP  by  the  conversion  factor  of  0.017  [18], was
.51  (±  1.3)  mSv  (range:  2.1—8.6).  The  milliamperage  was
educed  by  60%  in  group  2;  the  corresponding  theoretical
ose  of  radiation  was  therefore  reduced  by  60%.  Thus,  the
stimated  mean  theoretical  dose  of  the  DLP  in  group  2
as  106  mGy·cm, corresponding  to  a  mean  effective  dose
f  1.8  mSv.
valuation of image noise
espite  the  dose  reduction  of  60%  in  group  2,  a  signiﬁcant
bjective  reduction  of  noise  was  observed  in  group  2  in  the
rachea  on  pulmonary  images  (P  <  0.0001)  and  on  mediasti-
al  images  (P  =  0.0284)  (Table  1).  No  signiﬁcant  difference
as  found  between  the  two  groups  for  the  mean  objective
oise  in  the  descending  thoracic  aorta  on  mediastinal  images
P  =  0.4178),  with  S/N  (P  =  0.4846)  and  C/N  (P  =  0.4040).
here  was  no  signiﬁcant  difference  in  the  distribution  of
g
i
•ubjective  noise  scores  for  the  pulmonary  and  mediastinal
mages  in  the  two  groups  (P  =  1).
valuation of the overall image quality
here  was  a  similar  distribution  of  scores  for  the  overall
mage  quality  between  groups  1  and  2  (Table  1). The  overall
mage  quality  was  considered  to  be  excellent  (score  1)  in  66%
f  the  cases  (33/50);  none  of  the  series  of  images  was  graded
s  ‘‘non-diagnostic’’.  Figs.  2,  3  and  4  illustrate  the  image
uality  that  can  be  obtained  with  iterative  reconstructions
n  different  BMI.
isibility of elementary lesions
 total  of  147  lung  images  with  at  least  one  elementary
nﬁltrative  lesion  were  chosen  in  49  patients  in  group  1;
nly  one  patient  in  this  group  did  not  have  pulmonary  inﬁl-roup  2  images  is  summarized  in  Table  2  with  the  following
nformation:
all  elementary  lesions  identiﬁed  in  group  1  images  were
found  in  the  corresponding  group  2  images;
CT  pulmonary  angiogram  with  60%  dose  reduction  491
Figure 2. Comparison of group 1 and group 2 images in a patient with normal BMI (BMI = 23.5 kg/m2). a: full-dose, mediastinal image
obtained at the aortic arch by ﬁltered back projection (FBP) reconstruction, showing the reference image quality: objective noise of the
trachea: 13.6 HU; subjective noise graded as minimal. b: mediastinal image with 60% dose reduction, with SAFIRE reconstruction from the
same anatomical area as (a). Note objective noise reduction measured at the trachea (11.2 HU). Subjective noise graded as minimum.
Figure 3. Comparison of group 1 and group 2 images in an overweight patient (BMI = 29.1 kg/m2). a: full-dose mediastinal image obtained
at the level of the pulmonary trunk, ﬁltered back projection (FBP) reconstruction showing the quality of the reference image: objective
edia
 trach
D
B
dnoise of the trachea: 16 HU; subjective noise grade: moderate. b: m
same anatomical area as (a). Note objective noise reduction in the
• visibility  of  the  lesions  in  groups  1  and  2  were  strictly  iden-
tical  for  ground  glass  opacity,  poorly  deﬁned  micronodules
and  well  deﬁned  micronodules;
• visibility  of  septal  lines  was  similar  in  31/32  sec-
tions  (98.4%;  CI  95%  =  [96.9%—99.9%]),  non-septal  lines  in
103/105  sections  (98.1%;  CI  95%  =  [95.5%—100%])  and  cysts
or  emphysematous  lesions  in  40/41  sections  in  group  2
(97.6%;  CI  95%  =  [92.8%—100%]).
s
i
i
F
Figure 4. Comparison of group 1 and 2 images in an obese patient (BM
of the pulmonary trunk, ﬁltered back projection (FBP) reconstruction s
trachea: 1.96 HU; subjective noise graded as moderate. b: mediastinal 
anatomical area as (a). Note the reduction in objective noise measured stinal image with 60% dose reduction, SAFIRE reconstruction in the
ea (13.4 HU). Subjective noise graded as moderate.
iscussion
ased  on  a  methodology  providing  strictly  similar  test  con-
itions  for  the  two  groups  of  images,  our  study  shows  that
econd  generation  iterative  reconstruction  (SAFIRE)  results
n  an  overall  image  quality  of  ‘‘low-dose’’  acquisitions  that
s  similar  to  that  of  ‘‘full-dose’’  images  reconstructed  with
BP.  The  result  is  obtained  with  a  dose  reduction  of  60%
I = 35 kg/m2). a: full-dose mediastinal image obtained at the level
howing the quality of the reference image: objective noise in the
image with 60% dose reduction SAFIRE reconstruction of the same
in the trachea (13.5 HU). Subjective noise graded as moderate.
492  F.  Pontana  et  al.
Table  2  Comparative  analysis  of  the  visibility  of  elementary  lesions  in  paired  lung  images  from  groups  1  and  2.
Number  of  CT  sections
presenting  elementary
lesions  in  group  1
Number  of  CT  sections
presenting  elementary
lesions  in  group  2
Conﬁdence
interval
95%
Visibility
Identical
Inferior
Ground  glass  opacity  56  56  0
Micronodules  with  poorly  deﬁned  borders  21  21  0
Micronodules  with  well  deﬁned  borders 1  1  0
Septal  lines 32  31  1  96.9%—99.9%
Non-septal  lines 105  103  2  95.5%—100%
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ompared  to  the  reference  images,  making  it  possible  to
onsider  using  CT  pulmonary  angiogram  in  routine  practice
ith  a  mean  DLP  of  106  mGy·cm and  a  mean  effective  dose
f  1.8  mSv.  These  results  support  the  comparison  with  recent
eports  of  a  mean  effective  dose  of  7  to  8  mSv  in  the  litera-
ure  [19,20].
This  image  quality,  which  was  rated  as  good  or  excellent
n  all  cases,  resulted  from  the  possibility  of  reducing  noise
n  group  2  images.  The  objective  noise  was  evaluated  in  two
natomical  areas,  in  particular  the  trachea  in  the  upper  third
f  the  thorax,  as  usually  reported  in  the  literature,  as  well
s  the  descending  thoracic  aorta  in  the  lower  third  of  the
horax.  The  objective  noise  measured  in  the  trachea  was
igniﬁcantly  reduced  on  pulmonary  and  mediastinal  images
n  group  2.  There  was  no  statistically  signiﬁcant  difference
n  objective  noise  in  the  aorta  between  the  two  groups,
uggesting  the  positive  impact  of  iterative  reconstruction  in
natomical  regions  characterized  by  the  presence  of  highly
ttenuated  structures.  Despite  the  applied  dose  reduction,
here  was  no  signiﬁcant  difference  in  the  S/N  ratio  and  the
/N  ratio  between  groups  1  and  2.
Because  ﬁrst-generation  iterative  reconstructions  gener-
ted  smoothed  images  [21],  our  study  analyzed  the  impact  of
mage  quality  on  lesion  detection  following  iterative  recon-
truction.  The  technical  conditions  of  our  protocol  were
ell  adapted  to  this  comparative  analysis,  because  the
atient  was  his/her  own  control  in  the  same  space  and
ime.  Our  analysis  focused  on  elementary  lesions  of  pul-
onary  parenchymal  inﬁltration  which  are  usually  small  and
hose  visibility  can  be  altered  by  increased  noise  or  low-
ose  images.  Of  note  all  elementary  lesions  identiﬁed  in
roup  1  images  were  found  in  the  corresponding  group  2
mages,  with  no  signiﬁcant  difference  in  visibility  between
he  two  groups.  This  conﬁrms  that  the  diagnostic  value  of
mages  obtained  with  the  iterative  reconstruction  algorithm
rom  low-dose  sequences  is  preserved.  Despite  a  different
ethodology  and  evaluation  of  different  iterative  recon-
truction  algorithms  (ASIR  and  MBIR  versus  SAFIRE),  our
esults  are  similar  to  those  reported  by  Katsura  et  al.  who
ompared  the  visibility  of  poorly  deﬁned  and  well-deﬁned
ulmonary  nodules  [22].
Our  study  has  several  limitations  that  should  be  men-
ioned.  First,  we  used  that  same  CT  parameters  for  all
ncluded  patients,  whatever  their  weight  and  BMI.  While  this
pproach  could  induce  a  higher  noise  level  in  obese  patients,40  1  92.8%—100%
t  should  be  noted  that  all  of  the  series  of  images  were  con-
idered  to  be  of  diagnostic  quality.  Second,  the  research
rotocol  that  we  used,  based  on  a  reduction  of  miliamper-
ge  between  the  different  series  of  images  did  not  allow  us
o  jointly  evaluate  the  impact  of  SAFIRE  on  low-dose  images
ith  a  reduction  in  kilovoltage.  Considering  the  efﬁcacy  of  a
eduction  in  kilovoltage  on  the  delivered  dose  and  the  qual-
ty  of  contrast  enhancement,  it  would  be  logical  to  imagine
pplying  iterative  reconstructions  to  examinations  acquired
ith  low  kilovoltage  especially  in  young  adult  populations,
omen,  and  children.  Finally  our  analysis  included  simul-
aneous  analysis  of  ‘‘full-dose’’  and  ‘‘low-dose’’  images  at
ach  examination  which  could  have  introduced  a  bias  in  the
ubjective  evaluation  of  image  quality.  This  simultaneous
nalysis  had  the  advantage  of  providing  a  rigorous  compar-
son  of  objective  noise  by  reproducing  a  region-of-interest
ith  an  identical  surface,  in  the  same  anatomical  area  in  the
ifferent  series  of  images  obtained  from  the  same  patient.
oreover,  this  methodology  allowed  a  comparative  analysis
f  the  visibility  of  elementary  lesions  of  inﬁltration  of  the
ulmonary  parenchyma  in  the  same  sequences.
onclusion
espite  a  dose  reduction  of  60%,  the  iterative  reconstruction
lgorithm  that  was  evaluated  (SAFIRE)  provided  an  objective
oise  reduction  and  subjective  image  quality  that  was  iden-
ical  to  ‘‘full-dose’’  images  reconstructed  by  ﬁltered  back
rojection.  Because  of  the  quality  of  these  images,  there
as  no  impact  on  the  detection  of  elementary  lesions  of
nﬁltration  or  destruction  of  the  lung  parenchyma.
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